MALPOSITIONED LMA CONFUSED AS FOREIGN BODY IN NASAL CAVITY.
We present a case of confusing white foreign body in the nasal cavity detected during Endoscopic Sinus Surgery (ESS) in a 35-yr-old male which turned out to be a malposition of classic laryngeal mask airway (LMA). Although malposition of LMA is a known entity to the anesthesiologist, if ventilation is adequate, back folded LMA in nasal cavity might not be recognized by the surgeon and lead to catastrophic consequences during endoscopic sinus surgery. In principle, misfolding and malpositioning can be reduced by pre usage testing, using appropriate sizes, minimizing cuff volume, and early identification and correction of malposition.